A novel IMRT phantom was designed and fabricated using Acrylonitrile Butadiene Styrene (ABS) plastic. Physical properties of ABS plastic related to radiation interaction and dosimetry were compared with commonly available phantom materials for dose measurements in radiotherapy. The ABS IMRT phantom has provisions to hold various types of detectors such as ion chambers, radiographic/radiochromic films, TLDs, MOSFETs, and gel dosimeters. The measurements related to pretreatment dose verification in IMRT of carcinoma prostate were carried out using ABS and Scanditronix-Wellhofer RW3 IMRT phantoms for five different cases. Point dose data were acquired using ionization chamber and TLD discs, while Gafchromic EBT and radiographic EDR2 films were used for generating 2D dose distributions. Treatment planning system (TPS) calculated and measured doses in ABS plastic and RW3 IMRT phantom were in agreement within ± 2%. The dose values at a point in a given patient acquired using ABS and RW3 phantoms were found comparable within 1%. Fluence maps and dose distributions of these patients generated by TPS and measured in ABS IMRT phantom were also found comparable both numerically and spatially. This study indicates that ABS plastic IMRT phantom is a tissue-equivalent phantom and, dosimetrically, it is similar to solid/ plastic water IMRT phantoms. Although this material is demonstrated for IMRT dose verification, it can also be used as a tissue-equivalent phantom material for other dosimetry purposes in radiotherapy.
a suitable IMRT phantom be used for dosimetric verification. (13) (14) Pretreatment verification of IMRT fields, therefore, requires the use of a dedicated tissue-equivalent IMRT phantom with the provision of holding different types of detectors such as ionization chambers, TLDs, radiographic/radiochromic films, gel dosimeters, MOSFETs, and semiconductor diodes.
A number of IMRT phantoms with the facility for holding different types of detectors are available commercially for this purpose. (15) (16) (17) (18) The majority of these phantoms are made up of solid/plastic water material. Though these phantoms are suitable for pretreatment dose verification in IMRT, they are very costly and some have limited measurement options. Therefore there is a need to design and fabricate an IMRT phantom which is made up of tissue-equivalent material, with options to verify the dose at a point and obtain dose distribution in 2D and 3D. In addition, the phantom should be made available at a reasonable price. In light of these requirements, a versatile IMRT phantom was designed and fabricated from a low cost tissue-equivalent material. The tissue equivalency of a material for the dosimetry purpose depends on type and energy of the radiation. In the case of a photon beam, total attenuation coefficient; in the case of an electron beam, stopping power of the material should be comparable with tissue at the given energy of radiation. (19) Acrylonitrile Butadiene Styrene (ABS) plastic was used as tissueequivalent material for fabrication of the IMRT phantom. This ABS plastic phantom was used for the pretreatment dose verification measurement in IMRT using ionization chamber, TLDs, radiochromic and radiographic film to demonstrate its suitability. A few measurements were also carried out with a commercially available Scanditronix-Wellhofer IMRT RW3 phantom (IBA Dosimetry, Uppsala, Sweden) to compare the results obtained using an ABS IMRT phantom. This paper describes the design features of an ABS plastic IMRT phantom and the measurement results of pretreatment dose verification.
II. MATERIALS And METHodS
An IMRT phantom was designed and fabricated using tissue-equivalent material commercially known as Acrylonitrile Butadiene Styrene (ABS) plastic. Cost of a sheet of 1.2 by 2.4 m 2 of thickness 5 mm is about $200. ABS [(C 8 H 8 •C 4 H 6 •C 3 H 3 N) n ] is a copolymer made by polymerizing acrylonitrile and styrene in the presence of polybutadiene. The composition of ABS is: acrylonitrile -15% to 35%; butadiene -5% to 30%; and styrene -40% to 60%. Electron density of the phantom material relative to water was estimated by importing its CT scanned images to a recently calibrated treatment planning system for electron density, as well as by numerical evaluation using chemical composition of ABS. The total attenuation coefficient for the phantom material was also calculated using attenuation coefficient of its constituent elements. Table 1 presents dosimetry related physical parameters of commonly used phantom materials along with ABS for 60 Co gamma rays, and 6 and 15 MV X rays. These data indicate that physical parameters of the ABS are comparable to other standard phantom materials. The ABS phantom is elliptical in shape with dimensions sufficient to provide full scatter conditions similar to the irradiation of a patient. Figure 1 shows the schematic line diagram of ABS plastic IMRT phantom. This phantom has two parts. The first part has provision to incorporate ionization chambers, TLD discs, radiochromic films, and gel dosimeter; the second part has the provision to hold radiographic film only. The first part is designed in such a way that a cylindrical ionization chamber can be positioned within a 1 by 1 by 1 cm 3 grid in the central region of the phantom. The positioning of the chamber within this grid is possible by moving suitable compensating inserts. Three fiducial marks are also available in the first part of the phantom for its reproducible positioning. The second part of the phantom consists of elliptical slices of 1 cm thickness and each of these slices contains three fiducial marks to identify the film orientation. Figure 2 shows the photograph of radiochromic film holder where a radiochromic film sample of 15 by 15 cm 2 can be sandwiched between the plates to form a stack. This stack of radiochromic film can be used for the two-dimensional as well as three-dimensional dose distribution analysis. The ABS phantom has provision to hold a TLD tray in which TLDs of 4.5 mm in diameter and a thickness of 0.8 mm can be arranged at a spatial resolution of 7 mm (center to center). Figure 3 shows the final assembly of the fabricated ABS plastic IMRT phantom.
The suitability of ABS plastic phantom in IMRT dose verification was tested in comparison with a Scanditronix-Wellhofer IMRT RW3 phantom. For this purpose, pretreatment dose verification was carried out for five different cases of carcinoma prostate treated by IMRT. Volumetric CT scan (GE Discovery, WI, USA) of the ABS plastic phantom, with ionization chamber (FC65G; IBA Dosimetry, Uppsala, Sweden) located at 5 cm from its proximal surface, using the slice width of 3 mm was taken for the point dose verification. The volumetric CT scan data of the ABS plastic phantom was transferred to the Brain SCAN v5.2 (BrainLAB AG, Germany) treatment planning system. IMRT treatment plans of the patient of carcinoma prostate were planned on the phantom assuming the center of ion chamber as the centre of the tumor. The optimized plan so generated was transferred to the Varis Vision network system (Varian Medical Systems, Palo Alto, CA) and planned doses were delivered to the phantom at the predefined position of the chamber with 6 MV photon beam using Varian Clinac 2300 CD (Varian Medical Systems, Palo Alto, CA). The reading of the ionization chamber was converted into absorbed dose to water using methodology described in the IAEA TRS 398. (20) Treatment plan and dose verification were carried out for five different cases of carcinoma prostate. The point of measurement was located in a low dose gradient zone for each of evaluated IMRT treatment plans. The experiment was repeated on a commercial IMRT phantom to compare the dose measurement carried out using the ABS plastic phantom. A number of IMRT treatment plans were transferred to ABS plastic and Scanditronix-Wellhofer RW3 IMRT phantom and doses at equal physical depth were calculated and measured to verify the equivalent of ABS plastic with RW3 as phantom material for dosimetry purpose.
To demonstrate the use of various detectors in the ABS IMRT phantom, the dose verification measurements were carried out using radiographic film, radiochromic film, and TLD along with ionization chamber. Radiographic film (EDR2 film, Eastman Kodak Company, Rochester, NY) was placed in the second part of the phantom and was irradiated as required by the planned IMRT treatment. Readout of the EDR2 film was carried out using VIDAR Dosimetry Pro Advantage scanner (VIDAR Systems Corporation, Herndon, VA). This way the EDR2 film gave the dose distribution data in the transverse plane. The calibration of EDR2 was carried out in 6 MV X-ray beam. A 15 by 15 cm 2 Gafchromic EBT film (Gafchromic EBT; ISP Inc. NJ, USA) was positioned in the first part of the phantom at a depth of 5 cm and was irradiated as required by the planned IMRT treatment. The irradiated film was read by flatbed scanner (EPSON Expression 10000XL; EPSON, UK). Scanning was done using the EPSON SCAN software with all filters switched off. The images were scanned in transmission mode and saved in RGB uncompressed tagged image file format (TIFF). For EBT films, the absorption peak falls in the red region and therefore the red component of the image was extracted to maximize film readout using ImageJ software (ImageJ 1.41o; National Institute of Health, USA). This way the Gafchromic EBT film gave the dose distribution data in the coronal plane. Two-dimentional dosimetric analysis of scanned images was carried out using the IMRT dose verification software (OmniPro-I´mRT version 1.5; IBA dosimetry, Uppsala, Sweden). To obtain a calibration curve for EBT film, the film samples of 4 by 4 cm 2 were positioned in a conventional solid phantom perpendicular to the radiation beam and irradiated with 6 MV X rays in the known dose ranges: 50, 100, 200, 300 and 400 cGy. The exposed film samples were scanned in similar manner as mentioned above. A dose response curve was plotted and best fit of these data was used to determine unknown dose values from the knowledge of OD of exposed films using the polynomial expression: D = a*OD + b*OD^c where a, b and c are free fitting parameters. (21) A TLD tray holding LiF: Mg, Ti (MTS-N; TLD, Poland) discs 4.5 mm in diameter and with a thickness of 0.8 mm was position in the first part of the phantom at a depth of 5 cm and was irradiated as required by the planned IMRT treatment. The readouts of the TLD discs were taken 24 h after irradiation using a TLD reader (Rexon UL320, USA) with programmable temperature profile. The TL readout was taken in integration mode. The standard annealing and analysis process for the TLDs were followed to obtain dose data from the exposed TLDs. The calibration of TLD discs was also carried out in 6 MV X rays. Table 2 shows the TPS calculated dose values at a point in the Scanditronix-Wellhofer IMRT RW3 phantom and the ABS plastic phantom for five different cases of prostate cancer treated by IMRT using 6 MV X rays. The table also includes ionization chamber measured dose values in these two phantoms at the same point where the dose was calculated by the TPS. A survey of data in this Table indicates that TPS calculated and ionization chamber measured dose values at corresponding points in Scanditronix-Wellhofer IMRT RW3 phantom and ABS plastic phantom agree within 2% for all the five cases. If we assume TPS calculated dose as reference dose values, then it can easily be concluded from these observations that these two phantoms are quite suitable for pretreatment dose verification in IMRT. Table 3 lists the TPS calculated and ionization chamber measured dose values at 5 cm depth in Scanditronix-Wellhofer IMRT RW3 phantom and ABS plastic phantom for five different cases of prostate cancer treated by IMRT using 6 MV X rays. The TPS calculated dose values in the two phantoms agree with each other within 0.5% for three cases, and shows a variation of 2.63% in one case. The ionization chamber measured dose values in these two phantoms agree within 1%. It can be concluded from the data in Table 3 that measured as well as calculated doses at a given point in these two phantoms are in agreement with each other. As Scanditronix-Wellhofer IMRT RW3 phantom is a tissue-equivalent phantom; the ABS plastic IMRT phantom can also be assumed to be a tissue-equivalent phantom. However, the cost of ABS plastic phantom is about 8 to 10 times lower than the cost of the Scanditronix-Wellhofer IMRT RW3 phantom and similar other commercial phantoms with equivalent features.
III. RESuLTS & dIScuSSIon
Point doses measured using EBT Gafchromic film in ABS plastic IMRT phantom were found to be within 0.6% in comparisons of TPS calculated dose value. However, the dose measured using TLD discs at the same point were found to be within 2.8%. EBT/ EDR2 films agreed in the region of interest with a planned dose distribution that passed 3%, 3 mm gamma-index evaluation. Figures 4 and 5 indicate close agreement between the information recorded on Gafchromic EBT/ EDR2 films in ABS plastic phantom and TPSgenerated data for the IMRT plan of a patient. 
IV. concLuSIonS
A novel IMRT phantom was designed and fabricated using ABS plastic. The studies carried out on this phantom indicate that it is equivalent to plastic/solid water IMRT phantoms available commercially. The ABS phantom is a versatile tissue-equivalent phantom which can be used for pretreatment dose verification in IMRT using different types of radiation detectors. The phantom is suitable for dosimetry in 1D, 2D and 3D. Though this material is demonstrated for IMRT dose verification, it can also be used as a tissue-equivalent phantom material for other dosimetry purposes in radiotherapy.
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